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!j [M� Test No. KJ20201603 

TESTING 
CNAS L0823 202019001121

GUANGZHOU INSTITUTE OF MICROBIOLOGY 

TEST REPORT 

Date Received: Apr. 08, 2020 
Date Anal zed: A r. 09, 2020 

Source of Sample Delivery 

Client Sherry Huang 

Brand Air Doctor 

1 Set ( Two machines 

Air Purifier 

Air Doctor LLC 

 AD3000 Quantity of Sample and a set of filters 

State of Sample Machine 

Packing of Sample In box 

Al�octor 

GB 21551.3-20 IO Antibacterial and cleaning function for household and similar 
electrical appliances-Particular requirements of air cleaner 

I. Eliminating Bacterial Rate (Staphylococcus a/bus 8032, Staphylococcus aureus

ATCC 6538, Escherichia coli 8099, Klebsiella pneumoniae ATCC 4352, Serratia

marcescens ATCC 14041, PAeruginosa ATCC 15442, Candida albicans ATCC
I 023 I, Aspergillus niger ATCC 16404)

2. •virus removal Rate (E. Coli Phage Phi-X 174)

***To be continued*** 
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Test No. KY20200506 

GU ANG ZHOU INSTITUTE OF MICROBIOLOGY 

TEST REPORT 

Date Received: Jun. 17, 2020 
Date Anal zed: Jun. 21, 2020 

Air purifier Source of Sample 

Air Doctor LLC Client 

Brand 

AD3000 Quantity of Sample 

State of Sample 

Packing of Sample 

I. Referring to GBff 18801-2015 Air cleaner

Delivery 

Michael pedersen 

Air Doctor 

!PC

Machine 

In box 

2. Referring to <rechnical Standard For Disinfection> 2002-2.1.3 Air disinfection
effect evaluation test

Removal Rate (Influenza A virus A/PR8/34 HIN I) 

Test voltage: 120V, Test frequence: 60HZ. 

***TO be continued*** 
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